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Abstract 
This work presents an electrochemical sensor 
concept for bacterial toxin detection using 
biomimetic lipid vesicles containing 
potassium ferricyanide. The toxin mediated 
release of redox couples from the vesicles was 
quantified by measuring the redox current on 
screen printed electrodes, and the detection 
limits to rhamnolipid, delta toxin and bacterial 
supernatants from clinical wound pathogens 
were examined. Overall detection limits of 
both redox and carboxyfluorescein containing 
vesicles were one order of magnitude lower 
than the cytotoxic dose of studied toxins to T 
lymphocytes.  
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1. Introduction 
The early detection of bacterial pathogens is a 
key challenge in clinical diagnosis of skin and 
soft tissue infections, especially in patients 
with burn wounds [1, 2]. The involvement of 
large wound areas and the host immunological 
complications following thermal injury make 
burn wounds vulnerable to infection. Early 
diagnosis of burn wound infections can be 
difficult, as classical symptoms such as 
pyrexia (high temperature) have limited utility 
due to damage to the patient’s thermal 
regulation following a significant burn injury 
[1, 3]. Although there have been advances in 
wound care and treatment, burn wound 
infection is still a primary cause of morbidity 
and mortality [3]. Recently, wound dressing 
technology has rapidly progressed and many 
types of dressings are available nowadays [4], 
but to our knowledge there is no wound 
dressing on the market, capable of informing 
clinicians/patients of the wound infection.  
Electrochemical biosensors have 
demonstrated the bacterial detections [5, 6]. 
Such detection schemes primarily utilize the 
electrodes modified with biological 
recognition elements such as enzymes to 
generate the electrochemical signal when 
attached elements react with the specific 
target analytes/bacteria. The assembly of 
receptor coupled-lipid mono/bilayer on 
electrode [7, 8] and redox liposomes [9, 10] 
triggered response by the bacteria/toxins were 
also studied. Recently there has been progress 
in discovering new infection markers for 
bacterial detection in wounds [11]. 
Monitoring the redox activity of pyocyanin 
and the uric acid level in wounds were 
demonstrated for the prediction of early 
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wound infections [12, 13]. Wound infection is 
the result of the systematic colonization of 
pathogens, and the associated virulence 
factors act as the weaponry of bacteria in 
damaging host tissues irreversibly. Therefore, 
identifying the associated virulence factors is 
the key for the success in bacterial detection 
schemes. Strains of Pseudomonas aeruginosa 
secretes biosurfactant rhamnolipids which 
have shown a broader cytolytic activity 
against human microphages, keratinocytes 
and lung epithelial cells [14], and therefore 
assays identifying rhamnolipids provide a 
novel method in specific detection of P. 
aeruginosa [15, 16]. Likewise opportunistic 
human pathogen, Staphylococcus aureus 
secretes delta toxins which are responsible for 
the lysis of erythrocytes, organelles and a 
wide range of cells [17]. Some conceptual 
studies have already targeted bacteria/toxins 
[18, 19], but more works has to be done, 
especially targeting a broader range of 
virulence factors.   
This study examined the exotoxins secreted 
from the two selected strains of clinical wound 
pathogens: S. aureus and P. aeruginosa. The 
detection principle was based on the 
interaction of toxins with lipid bilayer and the 
concomitant breakdown of phospholipid 
vesicles by bacterial toxins triggered the 
release of encapsulated redox couples which 
were detected by the electrodes. The assay 
performance, in term of dose response and 
detection limit to two primary toxins and 
bacterial supernatants was studied. The results 
were compared with the response of 
carboxyfluorescein containing vesicles to the 
similar virulence factors.     
 
2. Materials and methods 
2.1 Materials and vesicle preparation 
Phospholipids, 1,2-dipalmitoyl-sn-glycero-3-
phosphocholine (DPPC) was supplied from 
Avanti Polar Lipids, USA. Cholesterol, 10,12-
tricosadiynoic acid (TCDA), potassium 
ferricyanide (PFC) and 5,6-
Carboxyfluorescein were purchased from 
Sigma Aldrich. TCDA is a synthetic 
diacetylene polymer lipid used to improve the 
stability of vesicles by lateral polymerization 
[20]. HEPES and 1 mol dm-3 KCl buffers were 
prepared in high electrical resistant water 
(18.2 MΩ cm), sterilized and used in 
preparing PFC and carboxyfluorescein 
vesicles respectively. For encapsulation inside 
vesicles, 100 mmol dm-3 PFC in KCl and 50 
mmol dm-3 carboxyfluorescein in HEPES 
were used. Luria Broth (LB) and Tryptic Soy 
Broth (TSB) were supplied from Fisher 
Scientific. The rhamnolipid (R-95) from P. 
aeruginosa was purchased from Sigma 
Aldrich. The delta toxin was synthesized by 
Biomatik (USA), using the protein sequence 
provided [17]. 
The preparation of vesicles was presented in 
previous work [20]. In short, 100 mmol dm-3 
of lipids, cholesterol and TCDA in chloroform 
were mixed (55:20:25 %V/V) and 600 μL of 
mixture was dried at 10-3 mbar for 60 min, 
before rehydrated in 5 mL of 100 mmol dm-3 
PFC in KCl (50 mmol dm-3 
carboxyfluorescein in HEPES was otherwise 
used in preparation of carboxyfluorescein 
vesicles). The solution was then heated at 75 
°C for 10 min followed by three freeze-thaw 
cycles, before extruding 3 times through a 
porous polycarbonate membrane (200 nm, 
Whatman, USA) using a LF-50 extruder 
(Avestin, USA) heated at 55 °C. Vesicles 
were purified in Sephadex NAP-25 columns 
(GE Healthcare, U.K). Finally vesicles were 
polymerized in 1 mL quartz vials with a UV 
dose of 90 mW cm-2 in a commercial flood 
exposure (254 nm UV source, Hamamatsu, 
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Japan), after a storage of vesicles at 4 °C for a 
week. 
2.2 Screen printed electrodes 
Electrodes were supplied from Gwent Ltd., 
U.K. Each polyester sheet comprises of three 
planar electrodes printed with gold polymer 
(working electrode), silver/silver chloride 
(reference electrode) and carbon/graphite 
pastes (counter electrode). Differential Pulse 
Voltammetry (DPV) measurements were 
performed at room temperature using 
μAutoLab (type III) potentiostat (Metrohm, 
U.K.). The electrode was preconditioned at 0 
V for 1 min prior to each measurement. Initial 
potential was 50 mV vs. Ag/AgCl reference 
electrode and the final potential was 400 mV 
with a scan rate of 3 mV s-1. Modulation 
amplitude was set to 50 mV with modulation 
and interval times of 0.04 s and 0.1 s 
respectively. Each voltammogram was fitted 
using Autolab software to define the peak 
current at 200 mV (reduction potential of 
PFC) [21]. 
2.3 Toxins and bacteria culture 
Supernatant from three strains, S. aureus 
(USA300), P. aeruginosa (PAO1) and an 
attenuated strain of Escherichia coli (DH5α), 
as a control, were used to study their lipolytic 
activity on PFC vesicles. USA300 is a clinical 
bacterial isolate which carries both the mecA 
gene conferring methicillin resistance 
(MRSA) and the PVL gene which codes for 
the panton valentine leukocidin toxin. 
Bacteria from a single colony was picked and 
enriched in respective LB/TSB media in a 
shaking incubator at 37 °C for 18 h, before 
being centrifuged at 5000 rev min-1 for 15 
min, followed by filtering using 0.22 μm 
membrane filters. These supernatants were 
diluted in KCl buffer and vesicles, to result the 
desired concentration (%V) for each 
measurement. Rhamnolipid and delta toxins 
were prepared in phosphate buffer saline.  
2.4 Electrochemical characterization 
The electrode was prewashed in 0.1 % 
TWEEN 20 for 3 min before the background 
currents in KCl and then in vesicles (100 μL) 
were measured. Vesicles were mixed with 
supernatants/toxins to a final volume (260 μL) 
on the electrode and were consistently used on 
each electrode for dose response 
measurements. For each mixture, one 
measurement in every 5 min was recorded for 
an hour. For the data presentation, the average 
and standard deviation of the three final peak 
currents were used to plot for each 
measurement. Peak currents against the 
respective toxin doses were plotted and the 
detection limit for each toxin was estimated by 
the linear fitting. Detection limit is defined as 
the concentration corresponding the 
concentration of toxins equivalent to three 
time standard deviation of control (no toxins).    
2.5 Fluorescent assay 
Vesicles containing carboxyfluorescein were 
incubated with toxins and the fluorescent 
responses were measured to compare the 
sensitivity and detection limit with PFC 
vesicles. Fluorescent assay was performed 
with Omega microplate reader (BMG 
Labtech, U.K.) using excitation and emission 
wavelengths of 485 ± 12 and 520 nm 
respectively. 96-well micro titre plate was 
used with a fluorescent gain at 600. In a 
fluorescent measurement the same volume of 
vesicles/toxin combination was used as in 
study of PFC vesicles mentioned in section 
2.4.     
 
3. Results and discussion 
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3.1 Evaluation of PFC on screen printed 
electrodes 
Initial screenings were first carried out to 
examine the minimum detectable limit of the 
redox couples. A range of PFC (from 1 μmol 
dm-3 to 10 mmol dm-3) prepared in KCl was 
used to measure the peak current at 200 mV, 
and the minimum PFC providing a 
measurable peak current was found to be 50-
100 μmol dm-3 (Fig. 1). The enclosed volume 
of vesicles was calculated using the vesicle 
parameters (Section 2.1). Assuming the 
vesicles have a bilayer thickness of 5 nm and 
a uniform diameter of 200 nm, it was 
calculated that 100 μL of vesicles containing 
100 mmol dm-3 PFC provided a maximum 
PFC concentration of 1.5 mmol dm-3 if all the 
vesicles were lysed in a final volume of 260 
μL. This is expected to be 15-30 times above 
the detectable limit of the system under study.   
 
Figure 1 Redox response of potassium ferricyanide (PFC) in 1 mol dm-3 KCl on screen printed 
electrode; (A) voltage vs. current response curves of PFC (1 μmol dm-3 to 10 mmol dm-3) and (B) 
dose response peak currents at 200 mV indicated the minimum detectable PFC was around 50-100 
μmol dm-3 (inset).  
 
3.2 Dose responses of PFC vesicles to 
exotoxins 
Initial experiments involved measuring time-
dependent current response of PFC vesicles to 
the lipolytic activity of rhamnolipid and delta 
toxin. The measurements indicated that the 
peak current generally stabilized within 60 
min of toxin inoculation with vesicles (figure 
2). Rhamnolipid mediated release of PFC 
from vesicles was clearly observed and the 
response was concentration dependent (Fig. 
2A). The redox current in absence of 
exotoxins was possibly due to residual probes 
remaining outside the vesicles. It was noted 
that the relative increase in peak current 
induced by 75 μmol dm-3 rhamnolipid was 
about 0.9 μA, which was only one third of an 
estimated value (section 3.1). This result 
suggests two possible scenarios. First, not all 
vesicles may lyse by the highest dose of 
rhamnolipid. Although the PFC release from 
vesicles is a function of toxin concentration, 
the quantity of toxin required to break 
emptying a single vesicle is not known. 
Second, the electrochemical response solely 
depends on mass transport. The natural 
diffusional effect of PFC may also be 
responsible for an exponential decay of peak 
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current response with time. The similar 
responses were observed in tests with delta 
toxin (Fig. 2B). The detection limit of 
rhamnolipid and delta toxin deduced from 
dose response graphs were 11 and 2.9 μmol 
dm-3 respectively (Fig. 2C). 
 
Figure 2 Detection of rhamnolipid and delta toxin using potassium ferricyanide vesicles; time 
dependent peak current response to (A) rhamnolipid (15 to 75 μmol dm-3), (B) delta toxin (3.3 to 
13.3 μmol dm-3), (C) redox dose response as a function of rhamnolipid and delta toxin 
concentrations (detection limits are in parenthesis) and (D) comparative dose response study using 
carboxyfluorescein containing vesicles. All dose response curves exhibited similar trends of 
increasing current with increasing toxin doses but redox vesicles displayed relatively slower 
response due to the diffusional effect of redox couples by mass transport. 
    
3.3 Redox Vs. fluorescence response 
Carboxyfluorescein containing vesicles were 
also tested in a comparative study, using the 
similar doses of rhamnolipid and delta toxin 
tested in PFC vesicles. In contrast to redox 
response, fluorescence comes from the result  
of immediate dilution of dyes out of vesicles 
[22]. Consequently the response time of PFC 
vesicles was several minutes slower than that 
of carboxyfluorescein vesicles. The detection 
limits of both systems were compared, and the 
carboxyfluorescein vesicles provided 
relatively lower limits to rhamnolipid and 
delta toxin respectively (Fig. 2D). An 
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important question is whether these detection 
limits are low enough to catch the wound 
infections in vivo, before the irreversible host 
tissue damage by the bacterial toxins. 
Previous cytotoxicity studies on T cells 
revealed that up to 80% of the T cells survived 
at rhamnolipid and delta toxin doses of 135 
and 25 μmol dm-3 respectively [23, 15]. PFC 
vesicles demonstrated much lower detection 
limits than cytotoxic doses of T cell, 
suggesting the proposed assay of bacterial 
toxins detection could be viable. 
3.4 Dose responses of PFC vesicles to 
supernatants 
Bacteria secrete a range of proteins, peptides 
and exotoxins controlled via various 
regulatory systems, such as the accessory 
gene regulator, through in part via cell-cell 
communication called quorum sensing [24]. 
Rhamnolipid and delta toxins were primary 
exotoxins among them but the exact quantity 
of these toxins produced by bacteria was 
unknown. To study the broad effect of 
exotoxins on PFC vesicles, the supernatants 
were extracted from three bacteria i.e., E. coli 
DH5α, P. aeruginosa PAO1 and S. aureus 
USA300. The selectivity between pathogenic 
and non-pathogenic bacteria was 
demonstrated (Fig. 3A) and the peak current 
indicated the clear positive responses to PAO1 
and USA300, compared to the negative 
controls in LB and DH5α. 10% USA300 
supernatant provided a peak current increment 
of 0.4 μA and the response was steadily 
increase up to 20% of supernatant (Fig. 3B). 
In contrast, PAO1 indicated slightly lower 
response, providing only increase in peak 
current of 0.5 μA at the highest concentration 
tested (30%). Relatively better sensitivity to 
USA300 than PAO1 was agreed with a 
previous study [20].  
Despite the positive response to supernatants, 
the effect of biofouling on electrode imposed 
a challenge, especially at higher supernatant 
concentration. In fact, above 20% supernatant 
on unprotected electrode surface seriously 
affected the redox transfer (data not shown). 
Using a same electrode for repeated 
measurements, gradual passivation of 
electrode was indicated by decreasing peak 
currents despite the incremental doses of 
supernatant. Several attempts have been made 
to create antifouling layer on electrodes using 
porous gold electrode, cellulose acetate 
coating and zwitterionic phenyl monolayer 
[25]. An attempt to replenish the fouled 
electrode in high alkali NaOH buffer 
temporarily deterred the effect but not beyond 
the supernatant of 30% (data not shown). 
Nevertheless, the lipolytic effect of a variety 
of exotoxins from bacterial supernatant was 




Figure 3  Histograms depicting the redox current responses to bacteria supernatants; (A) selectivity 
between non-pathogenic bacteria DH5α and pathogenic bacteria PAO1 and USA300 was 
demonstrated (B) increase in PAO1 and USA300 supernatants (%) generated more redox current at 
the electrode (Note: different peak current for 0 % supernatant was electrode background response to 
different contents in LB and TSB media). 
 
4. Conclusion 
The proposed assay employing potassium 
ferricyanide containing vesicles can detect 
purified exotoxins of bacterial origin, as well 
as broad exotoxins from bacterial 
supernatants. The sensitivity and detection 
limit of potassium ferricyanide vesicles stand 
well above the cytotoxic dose of T cells, 
suggesting that the real-time detection is 
plausible before host damage by toxins. The 
assay also indicated a clear discrimination 
between the supernatants of pathogenic and 
non-pathogenic bacteria, and thus providing 
its selective capacity in practical bacteria 
detection. Low cost, selectivity and realtime 
electrochemical monitoring of the proposed 
sensor for the in vivo infection signaling could 
be of main advantage in future development 
of smart wound dressings.  
 
Acknowledgment 
The author gratefully acknowledges the 
financial support from the EPSRC Healthcare 
Partnership Grant (# EP/027602/1) and the 
European Commission’s 7th Framework 
program EC-FP7 project no. 245500 
Bacteriosafe. 
 
Conflict of interest 
The authors declare no conflict of interest. 
 
References 
1. D. Church, S. Elsayed, O. Reid, B. 
Winston, R. Lindsay, Burn wound 
infections, Clin. Microbiol. Rev.19 
(2006) 403-434. 
2. K. Senarath-Yapa, S. Enoch, 
Management of burns in the community, 
Wounds. 5 (2009) 38-48. 
3. I. Kyros, M. Aladdein, D.N. Andreas, 
M.H. Laszlo, V. Sabrina, R.H. Mark, L.S. 
Grace, G.R. Daniel, C.W. Stewart, A. 
8 
 
Saman, Attenuating burn wound 
inflammatory signaling reduces 
systematic inflammation and acute lung 
injury, J. Immuno. 177 (2006) 8065-
8071. 
4. J.S. Boateng, K. H. Matthews, H.N.E. 
Stevens, G.M. Eccleston, Wound healing 
dressings and drug delivery systems: A 
review, J. Pharm. Sci. 97 (2008) 2892-
2923. 
5. N.J. Ronkainen, H.B. Halsall, W.R. 
Heineman, Electrochemical biosensors, 
Chem. Soc. Rev. 39 (2010) 1747-1763. 
6. A. Ahmed, J.V. Rushworth, N.A. Hirst, 
P.A. Millner, Biosensors for whole-cell 
bacterial  detection, Clin. Microbiol. Rev. 
27 (2014) 631-646. 
7. N.T. Thet, P.J. Cameron, A.T.A. Jenkins, 
Sensing of pathogenic bacteria based on 
their interaction with supported bilayer 
membranes studied by impedance 
spectroscopy and surface plasmon 
resonance, Biosens. Bioelect. 28 (2011) 
227-231. 
8. T. Wilkop, D. Xu, Q. Cheng, 
Characterization of pore formation by 
streptolysin O on supported lipid 
membrane by impedance spectroscopy 
and surface plasmon resonance 
spectroscopy, Langmuir 23 (2007) 1403-
1409. 
9. A.T.A. Jenkins, J.A. Olds, 
Electrochemical measurement of the 
interaction of Crotalus adamanteus 
venom with DMPC vesicles, Chem. 
Comm. (2004) 2106-2107. 
10. H. J. Kim, H.P. Bennetto, M.A. Halablab, 
C. Choi, S. Yoon, Performance of an 
electrochemical sensor with different 
types of liposomal mediators for the 
detection of hemolytic bacteria, Sens. 
Acuta. B 119 (2006) 143-149. 
11. T.R. Dargaville, B.L. Farrugia, J.A. 
Broadbent, S. Pace, Z. Upton, N.H. 
Voelcker, Sensors and imaging for 
wound healing: A review, Biosen. 
Bioelec. 41 (2013) 30-42. 
12. D. Sharp, S. Forsythe, J. Davis, Carbon 
fibre composites: Integrated 
electrochemical sensors for wound 
management, J. Biochem. 144 (2008) 87-
93. 
13. T.A. Webster, H.J. Sismaet, J.L. Conte, 
I.J. Chan, E.D. Goluch, Electrochemical 
detection of Pseudomonas aeruginosa in 
human fluid samples via pyocyanin, 
Biosen. Bioelec. 60 (2014) 265-270. 
14. T. Stipcevic, T. Piljac, R.R. Lsseroff, Di-
rhamnolipid from Pseudomonas 
aeruginosa displays differential effects 
on human keratinocyte and fibroblast 
cultures, J. Dermatol. Sci. 40 (2005) 141-
143. 
15. M. Laabei, W.D. Jamieson, S.E. Lewis, 
S.P. Diggle, A.T.A. Jenkins, A new assay 
for rhamnolipid detection – important 
virulence factors of Pseudomonas 
aeruginosa, Appl. Microbiol. Biotechnol. 
98 (2014) 7199-7209. 
16. M. Sanchez, F.J. Aranda, J.A. Teruel, A. 
Ortiz, Interaction of a bacterial 
dirhamnolipid with phosphatidylcholine 
membranes: a biophysical study, Chem. 
Phys. Lip. 161 (2009) 51-55. 
17. J. Verdon, N. Girardin, C. Lacombe, J.-
M. Berjeaud, Y. Héchard, Delta-
Hemolysin, an update on a membrane-
interacting peptide, Peptides. 30 (2009) 
817-823. 
18. V. Nandakumar, D. Bishop, E. Alonas, J. 
LaBelle, L. Joshi, T.L. Alford, A low-cost 
electrochemical biosensor for rapid 
bacterial detection, IEEE Sens. J. 11 
(2011) 210-216. 
19. R. Maalouf, C. Fournier-Wirth, J. Coste, 
H. Chebib, Y. Saikali, O. Vittori, A. 
Errachid, J-.P. Cloarec, C. Martelet, N. 
Jaffrezic-Renault, Label-free detection of 
9 
 
bacteria by electrochemical impedance 
spectroscopy: Comparison to surface 
plasmon resonance, Anal. Chem. 79 
(2007) 4879-4886. 
20. N.T. Thet, W.D. Jamieson, M. Laabei, 
J.D. Mercer-Chalmers, A.T.A. Jenkins, 
Photopolymerization of polydiacetylene 
in hybrid liposomes: Effect of 
polymerization on stability and response 
to pathogenic bacterial toxins, J. Phys. 
Chem. B. 118 (2014) 5418-5427. 
21. M. Pandurangachar, B.E.K. Swamy, B.N. 
Chandrasekhar, O. Gilbert, S. Reddy, 
B.S. Sherigara, Electrochemical 
investigations of potassium ferricyanide 
and dopamine by 1-butyl-4-
methylpyridinium tetrafluoro borate 
modified carbon paste electrode: A cyclic 
voltammetric study, Int. J. Electrochem. 
Sci. 5 (2010) 1187-1202. 
22. J. Zhou, A.L. Loftus, G. Mulley, A.T.A. 
Jenkins, A thin film detection/response 
system for pathogenic bacteria, J. Am. 
Chem. Soc. 132 (2010) 6566-6570. 
23. M. Laabei, W.D. Jamieson, R.C. Massey, 
A.T.A. Jenkins, Staphylococcus aureus 
interaction with phospholipid vesicles – 
A new method to accurately determine 
accessory gene regulator (agr) activity, 
PLOS ONE. 9 (2014) e87270.  
24. M.B. Miller, B.L. Bassler, Quorum 
sensing in bacteria, Annu. Rev. 
Microbiol. 55 (2001) 165-199. 
25. N. Wisniewski, M. Reichert, Methods for 
reducing biosensor membrane biofouling, 
Coll. Surf. B: Biointerfaces. 18 (2000) 
197-219. 
 
 
